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reading-microscope  of Schmidt  and   Haensch,   in   Berlin,  is recommended.
In  order   to   measure  off exactly   100  vols.,  the  gas   is aspirated into the burette a little beyond the end of the scale,
FIG. 60.
and is then connected by turning tap b with its upper and right-hand side tube. But raising N, the mercury is forced up nearly to the mark 600; then shut e, stir the water in the jacket round C and B, and take off the surplus pressure by a brief opening of b. By means of the pinchcock f bring the mercury up to exactly the mark 600. Remove the slight over-